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Abstract: A silicon photonics optical thermometer simultaneously operating on the multiple 
polarizations is designed and experimentally demonstrated. Measured sensitivities are 86pm/ºC 
and 48pm/ºC for the transverse-electric and transverse-magnetic polarizations, respectively. 
OCIS codes: (130.3120) Integrated optics devices; (130.6010) Sensors; (130.5440) Polarization-selective devices;  
 
1. Introduction 
Monitoring the ubiquitous variation of the ambient temperature is an important issue in many areas ranging from 
industrial manufacturing to life science [1]. Regarding the immunity to electromagnetic interference (EMI) inclined 
to happen in conventional electronic thermometers, temperature sensing utilizing optical methods is a promising 
alternative and is attracting much attention [2-4]. Compared with fiber-optic thermometers [2], silicon photonic 
thermometers have the superiorities of being more compact and CMOS compatible opening for mass manufacturing 
[3, 4]. However, silicon waveguides inherently have a large birefringence [5], indicating that a thermometer 
designed for one polarization only will have a degraded performance due to instability in the polarization of the laser 
source or to polarization rotation along the circuit. Here, we demonstrate a novel silicon photonic thermometer, 
which can simultaneously operate on the transverse-electric (TE) and the transverse-magnetic (TM) polarizations. 
2.  Principle and experimental results 
Figure 1(a) shows the waveguide configuration of the proposed silicon photonic thermometer, which consists of two 
identical subwavelength grating waveguides (SWGs) in a racetrack ring. The subwavelength grating part, shown as 
the inserted scanning electron microscopy (SEM) image in Fig. 1(a) is designed for TM mode to work in the air 
band while the TE mode is satisfying the Bragg condition of the grating. Thus, TM-polarized light will pass through 
the SWGs while TE-polarized light will be reflected. Such a SWG has previously been used as a TM-pass polarizer 
[6] and is, here, used as an in-line polarization beam splitter (PBS) consequently leaving TM-polarized light to 
resonate normally in the ring resonator and TE-polarized light to resonate between the two PBSs as in a Fabry–Pérot 
(FP) cavity. Figure 1(b) shows the calculated performances of the PBSs where both the transmission of the TM 
mode and the reflection of the TE mode can be larger than 0.8 from 1520nm to 1600nm. Figure 1(c) shows the 
simulated electrical fields at λ0=1550nm for the TE and the TM modes and clearly pictures the functionality of the 
PBSs. Here, we choose the height of silicon to be 205nm, the grating period to be 440nm, the number of periods to 
be 25, a waveguide width of 500nm, and the width of the nano-bridge in the middle of the grating to be 150nm.  
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Fig. 1. (a) The proposed silicon photonic thermometer with subwavelength gratings acting as in-line PBSs. Inset shows the SEM image of the in-
line PBS. Here, L=20m and R=20m. (b) Wavelength-dependence of the reflection of TE mode and the transmission of TM mode for the in-line 
PBS. (c) Light propagation for the TE and TM polarizations for the in-line PBS at the center wavelength of 1550nm. 
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The designed thermometers were fabricated and measured at different temperatures controlled by a semiconductor 
cooler beneath the sample. Figures 2(a) and 2(b) show the measured transmission spectra at different temperatures 
for TM- and TE- polarized light, respectively. Here, the gap between the ring and the bus waveguide is 140nm. 
From the figures, one can see the free spectral range (FSR) for the TM polarization and the TE polarization is 
3.98nm and 3.88nm, respectively. Calculations show that for TM-polarized light the FSR would be 3.90nm 
resonating in the ring and 4.90nm assuming the TM mode to resonate in the FP cavity. Simultaneously, the 
calculations show that TE-polarized light would have a FSR of 3.85nm in the FP cavity and a 2.93nm FSR assuming 
the TE mode to resonate in the ring. Hence, the measured FSRs agree well with the calculated ones. Figure 2(c) 
shows the resonant wavelength shift with the temperature for the two polarizations. From the graph, the sensitivities 
of the proposed thermometer for TE and TM polarizations can be extracted as 86pm/ ºC and 48pm/ ºC, respectively. 
 
Po
w
er
 (d
B
m
) 
Wavelength (nm) 
24.0 ºC 
30.4 ºC 
36.6 ºC 
43.0 ºC 
FSR=3.98nm 
 
Po
w
er
(d
B
m
) 
Wavelength (nm) 
24.0 ºC 
30.4 ºC 
36.6 ºC 
43.0 ºC FSR=3.88nm 
 
R
es
on
an
t w
av
el
en
gt
h 
(n
m
) 
Temperature (ºC) 
TE 
Slope: 86 pm/ºC 
Slope: 48 pm/ºC 
TM 
 
(a) TM (b) TE (c)  
Fig. 2. Transmission spectra of a thermometer with the gap of 140nm for (a) TM- and (b) TE-polarized light. (c) The corresponding resonant 
wavelength shifts with temperature for (blue) TE- and (red) TM-polarized light. 
Figures 2(a) and 2(b) show the extinction ratio (ER) of the thermometer is around 12dB and 5dB for TM- and TE- 
polarized light, respectively. To increase the ER for TE-polarized light, the gap between the ring and the bus 
waveguide can be lowered to couple more light into the ring. Figure 3 shows the transmission spectra for TM- and 
TE- polarized light for a thermometer with no gap.  Clearly, the ER (at 24ºC) is improved to be larger than 9dB for 
TE-polarized light and is kept to be around 10dB for TM-polarized light around the wavelength of 1550nm. 
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Fig. 3. Transmission spectra of a thermometer with no gap. Here, the temperature is 24ºC. 
3.  Conclusion 
We have demonstrated a silicon photonic thermometer, which can simultaneously operate on the transverse-electric 
and transverse-magnetic polarizations to overcome the polarization instabilities stemming from large birefringence 
in on-chip thermometers. The use of in-line polarization beam splitters consisting of subwavelength grating 
waveguides in a racetrack ring resonator allows the two polarizations to resonate in different cavities. Measured 
temperature sensitivities of the resonant wavelengths for the two polarizations are 86pm/ ºC and 48pm/ ºC. Our 
proposed design can also be applied to bio- or chemical-sensing for multiparameters monitoring since the operations 
of both polarizations can provide more sensing freedoms. 
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